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FINAL REPORT / ARO CONTRACT NO. W911NF1510342 (DURIP)

DIRECT THERMODYNAMIC MEASUREMENTS OF THE
ENERGETICS OF INFORMATION PROCESSING

MATT MATHENY, OLLI SAIRA, WARREN FON, MICHAEL ROUKES (PI) - CALTECH

INTRODUCTION

The relation between thermodynamic processes out of equilibrium and information processing has
been under intense investigation in the last few years. In part, this interest has been driven by the
emergence of fluctuation theories (FTs) [1, 2]. It is widely assumed from various thought experiments
that informational processes that do not preserve bit number (i.e., non-reversible computation) must
have thermodynamic repercussions [3]. The most basic of these, first stated by Landauer, is
formulated for binary logic systems; specifically, on average, erasure of each ‘bit’ is accompanied by
dissipation of kgln2 of energy. This dissipation should be manifested as additional heat transferred
to the environmental bath into which the bit thermalizes. However, no measurement has ever been
made of this heat. This project focuses upon the pursuit of such a measurement.

The proposed measurement requires two elemental units. The first is the bit, or the device which
stores the information to be processed. The second is the local calorimeter, the device which
measures energy along its path to being thermalized within the environment. Later in the report, we
outline our progress on these experimental elements.

First, we discuss the equipment that was acquired with support from this grant. To measure the
energy fluctuations of such a small energy within a reasonable (<1GHz) bandwidth, we need to “turn
off” thermal conductance and heat capacity via refrigeration. Thus, the use of a dilution refrigerator
with a low-millikelvin base operating temperature is essential for these measurements [4].

EXPERIMENTAL SYSTEM: PROGRESS & ACHIEVEMENTS

CRYOGEN-FREE DILUTION REFRIGERATOR SETUP

Upon approval of the award, planning for renovation of the laboratory space commenced.
Simultaneously, we coordinated with the cryogen-free dilution refrigerator vendor (BlueFors, Inc.;
hereafter BF) for design of the entire system. The system is a BF-LH system and consists of three
major components: the cryostat/dilution unit, the cryocompressor/pulse tube, and the automatic gas
handling system. The system does not require constant addition of liquid helium since it has a pulse
tube refrigeration unit to precool to ~3K. The system was designed to have a line-of-sight access port
from room temperature to the sample stage at room temperature should beamline protocols be
necessary (such as for optical measurements of samples). The dilution refrigerator is shown in Figure
1. In the left picture, we show the cryostat and dilution unit. The cover plates, vacuum can, and
radiation shields have been removed. This picture does not reflect recently installed wiring for the
experiments. The pulse tube can be seen on top of the frame behind the setup and still line can be
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Figure 1. Cryogen-Free Dilution Refrigerator System. (Left) Cryostat and dilution unit with vacuum can and
radiation shields removed. Note that this picture was taken before the full system wiring was installed. (Right)
Automatic gas handling system, heat exchanger for cooling water, and cryocompressor (bottom left corner).

seen going through the wall. The right picture is the other side of that wall with the automatic gas
handling system, cryocompressor, and heat exchanger for the cooling water. Placing these
components in a small room that is separate from the laboratory eliminates acoustic coupling to the
sensitive experimental stage.

The dilution refrigerator system was delivered in November 2016 and, subsequently, installed and
commissioned by the vendor in January 2017. Upon installation, He3/He4 mixture was installed
from our own laboratory stock after being tested and purified (removing extraneous gases, air, and
water vapor.) Figure 2 displays the temperature as a function of time for the inaugural, installation
cooldown (performed with a BlueFors engineer), and also from our most recent data. The installation
cooldown was carried out without any wiring installed. Upon its installation, thermal conductance
between room temperature components and the cold stage increases. If not carefully engineered,
this thermal pathway can lead to significant thermal loading of the mixing chamber and cold stage.
The most recent cooldown indicates a slight increase in thermal loading due the semi rigid coaxial
cable, as planned, but this is completely within design parameters.

After installation and system verification, we set up the capability for measuring DC transport in
superconducting weak links. The superconducting weak links first measured are Superconductor-
Normal-Superconductor (SNS) junctions. These SNS junctions are mounted on a sample stage with
24 quasi-DC lines and 2 RF lines, filtered by a copper powder filter.
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The front-end and back-end instrumentation for our measurements of SNS junctions consist of a
programmable low noise DC power supply, a battery powered preamp, and a 24-bit digital
multimeter.

In addition to the aforementioned DC measurement capabilities, we also installed 4 RF coaxial lines
in one cryostat port to enable RF measurements of NEMS devices. These coaxial lines are fabricated
using UT-034 Be-Cu semi-rigid cable and SMA connectors; this special alloy provides reasonably low
Ohmic losses but far better thermal isolation than elemental (e.g., Cu) conductors. With both DC and
RF lines installed, we have demonstrated achievement of an 8mK base temperature.

TEMPERATURE MEASUREMENTS WITH SUPERCONDUCTING WEAK LINKS

As mentioned, our planned measurements involve interposing a local, isolated, ultrasensitive
calorimeter in the thermalization pathway between the logic bit and the environment. With an ideal
hierarchy of scattering rates amongst the microscopic mechanisms mediating energy transport, the
isolated calorimeter can enable direct and quantitative observation of the bit's thermalization
processes. The requisite “isolated calorimeter” has two principal elements: the local phonon cavity
(realized as a mesoscopic dielectric element that is strongly coupled to the bit, and weakly coupled
to the environment) and a fast and ultrasensitive local thermometer (which permits monitoring the
energetic state of the relevant degrees-of-freedom within the isolated calorimeter.) In our original
proposal, we have discussed

measurements  permitting ' ' ' e i ————
the characterization of the “ st RecantCocldenn)
thermometer element. In our ,
first experiments using the 10}
new cryogenic system, we :
have characterized a
potential thermometer
embodiment, comprising a
superconducting weak link
whose  superconducting-to-
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superconductor values. Figure 2. System temperature v. time on newly-installed dilution

refrigerator. The blue curve indicates the first cooldown performed with
In Figure 3 we display | the equipment vendor's engineer on-site. The ‘bump’ at low
micrographs of weak links | temperatures is adjustment of parameters performed by the engineer.
and their |V-curves as a | The blue curve has no wiring. The orange curve is the most recent
function of temperature. We | cooldown. Between 18:00 and 56:00 hours a device was being tested
have characterized two | at 3K. Removing this ‘dead time’ indicates that to achieve cooldown
different types of | With wiring requires no additional time. Red trace is from a subsequent
cool-down including stage modifications; low thermal conductance
coaxial cables have been included with no deleterious effect upon base
temperature.

superconducting weak links.
The upper left panel of Figure
3 displays a micrograph of a
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Figure 3. DC transport of Superconducting weak links. (Upper left) SNS weak link. The bright region is gold,
and the dark lines are aluminum. (Upper right) The IV-curve of the SNS junction where the color indicates
temperature. (Lower left) Molybdenum Dayem bridge with 25nm width. (Lower Right) The IV-curve of the
Dayem bridge Josephson Junction where the color indicates temperature.

superconductor/normal-metal/superconductor (SNS) junction formed from an Aluminum-Gold-
Aluminum tri-layer; the weak link’s dimensions are 1umx0.2um (Ixw). The second micrograph is of a
Dayem bridge, i.e., a narrow constriction within a superconducting lead. The device depicted in the
lower left corner of Figure 3 is formed from a Molybdenum thin film, with a weak link formed by a
constriction with dimensions of approximately 0.16umx=0.025um (Ixw). These devices both operate
in the underdamped regime, which results in the prominent hysteresis in their respective I,V-curves
(Figure 3; upper right and lower right.) In both of these figures we display a family of I,V-curves
corresponding to different temperatures, and color-coded according to their respective legends.

These two thermometers have complementary ranges of application. The SNS junction has peak
temperature sensitivity between 50mK and 300mK, while the Mo Dayem bridge exhibits peak
sensitivity between 250mK and 850mK. In Figure 4, we show the temperature dependence of the
specific current at which the junctions switch from the superconducting to normal state and, vice-
versa. We term the transitions to and from the superconducting state the ‘switching’ and ‘retrapping’
currents, respectively. The hysteresis - that is, the difference between the switching and retrapping
branches - grows as the device is cooled to lower temperatures.
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The next step in our experimental program is 20170622T175139
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device, obtained after improvements to the
measurement system, are shown at the top of
Figure 4. The much Ilower saturation 20
temperature of ~50mK is readily evident and
is now in agreement with the Pekola’s group 10
results with these SNS junctions. This
validates our low noise measurements and
indicates that our electron temperature in 0 02 04 06 038 1
these devices is currently below ~50mK. In T(K)

future work, we will fabricate and measure | Figure 4. Switching and Retrapping currents of two
longer devices fabricated as Superconductor- | superconducting weak links. (Top) Al-Au-Al SNS
Semiconductor-Superconductor junctions. The | junction. (Bottom) Molybdenum Dayem bridge. The
low electron densities available in high quality temperature range of the SNS junction spans a lower
semiconductor heterostructures will extend range than the Mo Dayem bridge.

the range of optimal temperature sensitivity

down to the 10mK temperature regime. This extended range is critical for our planned experiments
on energy transport.

30

Current (:A)

MEASUREMENTS OF NANOELECTROMECHANICAL SYSTEMS FROM 8MK TO 300K

One of the experiment embodiments we are pursuing in this work consists of a nanomechanical
switch coupled to an ultrasensitive calorimeter. We are currently perfecting long NEMS beams for
operation as a two-state nanomechanical logic gate (through beam buckling). Here, we discuss our
initial measurements on nanomechanical devices which patterned and measured just prior to the
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writing of this final DURIP report. These initial
data directly demonstrate our ability to drive
and detect nanomechanical motion at
ultralow temperatures.

In addition, these measurements also provide
a first indication of the scattering rates for
phonon modes operative in NEMS when
cooled to low temperatures. Together the
multiple modes of the mechanical resonators
themselves constitute a phonon cavity, and
these can act as local heat baths for our
calorimeters. Accordingly, their intermode
scattering rates will determine relevant
thermal time constants. As shown by our data
and that from other labs, these scattering
rates decrease with decreasing temperature.
This also indicates, indirectly, that their heat
capacities also decrease with temperature, as
expected. Scattering centers that can be
thermally excited at ultralow temperatures are
known to cause dissipation and dephasing in

mechanical resonators. Our data provides
evidence that the strength of these scattering
processes continue to decrease below
100mK.

Figure 5. Experimental setup for measurement of
NEMS devices.

Our measurements on NEMS are obtained by exciting and observing the vibrational modes of
piezoelectric (Aluminum Nitride) nanomembranes from room temperature down to ultralow
temperatures. The piezoelectric device topology permits direct conversion between the electric field
and the elastic field. Our two-port electromechanical resonator can be modeled by an equivalent
series-RLC circuit. The device output is amplified by a cryogenically cooled SiGe heterostructure
bipolar transistor (HBT) amplifier, with an input impedance of 50Q and a noise temperature of ~2K.
We inserted a 10dB attenuator between the sample and the amplifier to attenuate backaction noise
from the amplifier input into the device; this enables our first measurements keeping the electron
temperature in the device low, although it significantly degrades the noise figure in this preliminary
study. In future set-ups we will replace this attenuator with a cryogenically cooled non-reciprocal
element that will shunt the amplifier's backaction noise to a cold load while providing low-loss
transmission of the NEMS ouput to the amplifier. A schematic representation of the present setup is
depicted in Figure 5.

The device we measured is an ultrathin square piezoelectric membrane with a cross-sectional
dimenion of 40um, shown in Figure 6, left panel. Although the extent of the membrane is not readily
apparent in the micrograph, its position is indicated by the black dots within the middle of the device.
These are tiny release holes etched into the material stack, to permit free suspension of the
membrane after exposure to a specific etchant. The fundamental resonance of the out-of-plane
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Figure 6. Nanomembrane-based NEMS Device. (Left) Membrane is cut out using release holes in the
purple layer. Electrodes are cut between input and output by the green cut out. (Right) Resonant response
of fundamental membrane mode.

“drumhead” mode is evident in the plot of transmitted power v. excitation frequency, shown in the
right panel of Figure 6. We find that this mode typically has a very high quality factor, ranging
between 100,000 and 200,000 - the precise value is dependent on the specific device measured.
Figure 7 provides representative data from one device, showing the evolution of fundamental-mode
frequency and quality factor with decreasing temperature.

Piezoelectric NEMS permit ultralow power measurements because of the direct electron-phonon
coupling of piezoelectric materials. In our devices, we employ Mo electrodes of above and below the
piezoelectric layer. Our measurements show that these become superconducting at T.~900mK. This
circumvents electron heating in the actuation electrodes, which enables measurements at mK
temperatures. In Figure 8, left panel, we show the transmitted power v. excitation frequency swept
from 1MHz to 200MHz. The wideband sweep shows approximately 26 modes in this frequency range.
We note that our copper powder filters likely reduce the transmitted power above 100MHz. In
addition, the wiring likely has stray capacitance which dominates the signal above 100MHz. Thus, it
turns out to be more challenging to

find modes above 100MHz using 5 00 5[0

the current setup. Our next-gen 3.5 0 10 o0

setup will be optimized for higher [

frequency measurements, and even | = 2 o, o
higher frequency modes should be | & 10

observable. 25 o
In Figure 8, rlght panel, we ShOYV a 20.01 01 1 10 100 030.01 01 1 10 100
plot of quality factor against T (K) T
frequency for the ~26 modes. To our

knowledge, tracking such a large Figure 7. Frequency and Quality Factor of the nanomembrane
number of modes at low | fundamental mode as a function of temperature. The frequency
temperature has never been saturates around 4K but the quality factor continues to increase.
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Figure 8. Frequency response of cryogenically-cooled Nanomembrane device. (Left) Wide frequency
sweep of driven nanomembrane response. Resonance are indicated with red circles. Modes above
100MHz are difficult to find due to parasitic capacitance and low temperature electronic filters. (Right)
Scatter plot of the mode frequencies against quality factors.

performed before. The data is consistent with internal relaxation (Qoc1/f), and does not appear to
reflect radiation losses at the boundaries [6]. These 30 modes are all out-of-plane drumhead-like
modes of the membrane. These modes should, in fact, constitute the majority of the phonon heat
capacity of the membrane. As this measurement is done using a membrane that is fully clamped
around its periphery, it provides a upper bound on the phonon thermal conductivity to the
environment. Supporting the membrane to the substrate with very narrow legs at its corners will
provide much lower thermal coupling to the environment [5].

Figure 7 shows that, below about
10K, the resonant frequency of the
device saturates at higher values.

Mode #1 @ 3.72206 MHz

This likely originates from 2 dBm
temperature-induced stress arising 6 dBm
from differential thermal AL, st

contractions between the P s g

membrane and the underlying 10'5'_' e {

silicon to which it is clamped. | > ]
Thermal contraction of silicon | 2 1

saturates at around 10K. Notice that
the quality factor of the resonator 10y ‘
does not saturate in this ]
temperature range but continues to
increase. This indicates that the

dissipation is changing and not just 10710~ -
] 107! 10° 10! 102 103
the frequency-to-relaxation rate as r(8)
indicated by quality factor. We are ) L . . L
. L Figure 9. Allan Deviation as a function of integration time.
exploring the dissipation

mechanisms operative at lower
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temperatures. We note that although quasi-particle densities within the Mo superconductors become
exponentially suppressed below 100mK, we do not see large changes in quality factor below this
regime.

We also include data which indicates the dephasing of the system. We measured the transmitted
phase as a function of time and calculated the Allan variance at times ~30min. Figure 9 shows the
Allan Deviation for the first resonant mode at 8mK. For long integration times, the Allan Deviation is
below 109°. Equivalent room temperature measurements under ideal conditions typically yield a
value of ~107. This indicates that significantly lower dephasing is occurring in the system at ultralow
temperatures. It indicates that low-energy degrees-of-freedom that directly interact with the phonon
cavity are frozen out at low temperatures, which is favorable for the experiments we are now
embarking upon.

SUMMARY

In this final report, we have discussed our successful assembly of the ultralow temperature
measurement system we have assembled with DURIP funding to observe, directly, the energetic
changes in nanoscale information engines. Our first work with this system to explore
superconducting weak link based thermometers shows their high sensitivity down to 50mK. This
verifies that our dilution refrigerator and the electronic instrumentation we have assembled are
working ideally. Weak links with even lower effective gaps will be pursued in the future.

We also have shown that we can measure coherent dynamics of phonon cavities across the working
range of temperatures. The quality factor versus mode trend we observed indicates we are limited by
boundary scattering. The quality factor versus temperature indicates this as well, although further
reductions are expected with weak anchoring to the substrate. Both dephasing and dissipation was
shown to decrease substantially at these ultralow temperatures, for which further measurements of
improved devices should reveal very long phonon relaxation times.
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